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1 Introduction

In many physical experiments it is neces-
sary to measure �ow velocities in the exper-
iment without disturbing the natural �ow
patterns. A very useful method to accom-
plish this task is the laser Doppler velocime-
try (LDV). LDV is used in the study of var-
ious �ows like atmospheric turbulences and
�ows in internal combustion engines. Its
noninvasive nature makes it especially in-
teresting for medical and biophysical appli-
cations where it is of great interest to mea-
sure the �ow of blood in localized areas.
The motivation of this project was to set up
a laser Doppler velocimeter and study the
characteristics of di�erent �ow patterns to
evaluate the potential of this method.

2 Laser Doppler Velocimetry

2.1 Theory

The experiment uses the Doppler e�ect to
calculate the velocity of particles in �uids.
Light scattered on moving particles experi-
ences a shift in frequencies according to

fr = fb
1− ~eb · ~vp

c

1− ~epr · ~vp

c

≈ fb+
~vp

λb
· ( ~epr− ~eb) (1)

where fb and fr are the frequencies of the
beam and the light at the receiver. ~vp is the
velocity of the particle and ~eb is the unit
vector in beam direction. ~epr is the unit
vector pointing from the particle to the re-
ceiver. λb is the wavelength of the beam.
To derive the second formula we used the
approximation |~vp| << c. Notice that the
light is shifted twice. Once at absorption
and once at emission. Since this shift is
too small to be measured directly, we use
the principle of optical beating. For this
we need two beams, coming in at an an-
gle θ between the beams, which are both

Figure 1: Dual-beam con�guration

scattered o� the particles. The two beams
are then heterodyned on the detector to ob-
tain an optical beating frequency in a range
which can be measured. Using the formula
above and some geometrical arguments (see
Figure 1) we obtain

fd = f2 − f1 =
2 · sin( θ

2)
λb

· |vpt| (2)

As one can see, fd is completely indepen-
dent from the position of the receiver. This
is a huge advantage concerning the setup of
the experiment. However, only the velocity
component which lies in the plane de�ned
by the two laser beams and perpendicular
to the optical axis can be obtained. But
this is only of minor importance for one-
dimensional laminar �ow patterns as for ex-
ample in a tube or a blood vessel. A more
intuitive explanation of this formula using
fringe patterns can be found in the litera-
ture [1, 2, 4]. Although this path of expla-
nation helps to understand the origin of the
signal in a very nice way, it can not explain
all observed phenomena [3].

2.2 The Experiment

2.2.1 Experimental Setup

Our setup is shown in �gure 2 on the next
page. In this setup a 2 mW He-Ne laser was
used. The laser beam is then divided via a
cube beamsplitter and a right-angle prism
is used to obtain two parallel beams. These
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two beams are then sent through the emit-
ting lens and meet at it's focus to form the
measurement volume. Due to the gaussian
nature of the laser beam the measurement
volume has an elliptic form. The test so-
lution, 1µm micro beats suspended in dis-
tilled water, �ows through a transparent
tube placed around the measurement vol-
ume. The �ow is driven by a height dif-
ference of the water level in the container
with the test solution and the end of the
�ow tube. This method also enables us to
easily change �ow velocities. If a particle
crosses the measurement volume it scatters
light of both beams into an objective. Since
the laser beams intersect with an angel of
Θ = 13◦ we had to move in our objective
(which is normally collecting from a 15◦ an-
gle) to prevent the laser beams from enter-
ing the receiving optics. Therefore a second
lens was placed behind the objective to fo-
cus the scattered light on the photo diode.
To increase the spacial resolution a spacial
�lter with a pinhole was set up in front of
the photo diode. Unfortunately our signal
intensity was to weak to actually use the
pinhole. To be independent of environment
light a 632.8 nm laser line �lter was placed
in front of the photo diode.

2.2.2 Data Processing

The signal from the photo diode is fed into
a current ampli�er and ampli�ed by a fac-
tor of 104. To get a better signal to noise
ratio the current ampli�er is followed by
a band pass. The range of the bandpass
can be adapted to the current experimental
con�gurations. For instant monitoring we
use an oscilloscope. An A/D-card is used
to digitize the signal and make it available
for further digital processing (see Methods).
To transfer the signal into frequency space
we used fast fourier transformation. It also

Figure 2: Experimental setup

Figure 3: Signal in time domain

turned out to be quite useful to look at the
spectrogram of the signal.

3 Results

3.1 Small Flow Tube

The small �ow tube that was used here was
a 2 mm×0.2 mm �at cuvette. With the de-
scribed setup we measured the light inten-
sity as a function of time. In �gure 3 one
can see particles passing through the �ow
tube at di�erent times. Each particle shifts
the laser light as described above. To calcu-
late the velocity of the particles one needs
the beating frequency caused by the shifted
laser light. A typical measurement result of
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Figure 4: Signal in frequency domain

Figure 5: log-log plot of frequency-power-
spectrum with di�erent �ow ve-
locities

this can be found in �gure 4. In the plot
one can see the corresponding frequencies
to several particles passing through as seen
in the time domain. To check the velocity
dependence of the setup and analyze the
data further we took measurements at dif-
ferent height levels of the �uid. In �gure 5
the height di�erence was changed through-
out the measurements from top to bottom,
with the biggest di�erence corresponding to
the highest velocity at the bottom and the
smallest height di�erence at the top of the
graphic. One can clearly see the velocity
dependence of the cuto�. With the help of
formula 2 on page 3 one can calculate the

h[mm] f[kHz] v[cm/s]

24 11 1.5
30 14 2.0
38 20 2.8
44 27 3.8
54 34 4.8

Table 1: Relation of height di�erence, mea-
sured frequency and calculated
particle velocity

Figure 6: Height di�erence plotted vs. cut-
o� frequencies

particles from the frequencies. The con-
version of the described measurement can
be found in table 1. To get the height
dependence of the cuto� frequency see �g-
ure 6, where the cuto� frequency is plotted
against the height. We �tted this graph
with the help of gnuplot and found a linear
dependence.

3.2 Big Flow Tube

But why exactly is there a cuto� in the
graphic and not as expected a maximum?
Why is there a maximum frequency and
a plateau at lower frequencies? To an-
swer this question, we experimented with
di�erent concentrations of particles in our
�uid and �nally with a bigger �ow tube.
Taking a look at picture 7 on the follow-
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Figure 7: Comparision of the velocity dis-
tribution in a small and bigger cu-
vette

ing page one can see the wider distribu-
tion of velocities in the smaller �ow tube in
the same size of measurement volume (rep-
resented by the red dot in the pictures).
This explains the wide range of frequen-
cies in the �rst measurements. The cut-
o� is due to the fact that there is an up-
per limit on particle velocieties. The fre-
quencies at the cuto� frequency correspond
to the fastest particles moving through the
measurement volume, the lower frequencies
to the slower particles. We therefor ex-
changed the 0.2× 2 mm2 �ow tube with a
circular �ow tube with a diameter of 6 mm.
The measurement result with the new �ow
tube can be seen in the spectrum in �g-
ure 8. In this plot one can see the antici-
pated maximum at 13 kHz, and not as be-
fore a cuto�. This relates to a much more
narrow velocity distribution in the measure-
ment volume. To analyze the data further
we looked at the spectrogram of the signal.
The time is plotted on the x-axis, the fre-
quency on the y-axis and the color is pro-
portional to the Power. This was done in
picture 9. One can see a periodical change
in frequencies over time. This corresponds
to the water drops falling o� the end of our

Figure 8: Frequency-power-spectrum with
the bigger cuvette

Figure 9: Spectrogram of the signal

�ow tube, which change the velocities and
therefor the frequencies. The oscillatory
nature of the signal had to be considered in
the evaluation. Still, it was very nice to ob-
serve this kind of signature. Changing the
height of the water levels (and therefor the
velocities) changed the frequencies as seen
in �gure 10 on the following page. A plot of
the peak-frequency versus the height di�er-
ences of the water levels gave again a linear
dependence (see the gnuplot graph 11 on
the next page). But why is there still a
tail at lower frequencies. This tail probably
corresponds to multiple scattering of par-
ticles in the measurement volume [3]. To
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Figure 10: Frequency-power-Spectra of dif-
ferent �ow velocities in the big-
ger �ow tube

Figure 11: height di�erence plotted vs.
peak frequencies

check this assumption we reduced the con-
centration of particles in our �uid. The re-
sults showed a dramatically bigger signal to
tail ratio in the case of lower concentrations.
This supports the hypothesis since a lower
concentration of particles decreases the rel-
ative probability of multiple scattering.

4 Discussion

The outcome of the experiment exceeded
our expectations. In case of the small �ow
tube, where we found a wide distribution of

velocities in the measurement volume, the
�ow characteristics can be well described
by the frequency of the cuto�. Isolating
a single event in time space allows for a
very exact measurement of the particle ve-
locity. Taking a bigger �ow tube narrows
the velocity variations in the measurement
volume. This clearly re�ects in the mea-
sured data which show a narrow maximum
in the frequency-power-spectrum. Both
variations allowed for evaluation of parti-
cle velocities but also gave insight to other
�ow characteristics. Looking closer at the
relative contribution of multiple scatter-
ing might be a way to determine particle
densities. It could be possible that the
observed sudden broadening of the peak
in the spectrum is connected to nonlam-
inar �ow. The most important thing to
gain more con�dence in the results would
be to create an alternative and su�ciently
accurate method to measure the particle
veloities and compare it with the LDV re-
sults. Our attempt to do this by observing
the transported �uid volume was unsatis-
factory. The already good results obtained
with this basic setup motivate further im-
provement. Adding a collimator, for exam-
ple, would enhance the spacial resolution
by creating a smaller measurement volume.
Using a more powerful laser would eventu-
ally make the signal strong enough to em-
ploy a pinhole and therefore increase the
resolution of the receiving optics. The re-
ceiving optics could also be enhanced by
choosing a more adequate objective. Re-
con�guring the setup for back-scattering
would make it possible to use LDV in a
broader range of applications. It's nonin-
vasive nature and the high time and (po-
tentially) spacial resolution combined with
a high level of versatility makes LDV an
interesting method that should be kept in
mind.
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5 Methods

In order to have a �exible and e�cient
way to look at the acquired data we com-
bined di�erent data processing methods
of matlab into one tool. This tool was
of great assistance and will be described
here. We also supply the matlab code for
further insight (see appendix A). Although
our primary interest was in the frequency
distribution of the measured signal, there
was more to consider in order to get a
good evaluation in frequency space. Due
to the random distribution of micro beads
in the solution the number of events in a
measurement can be unevenly distributed
over the measured time period. Therefore
it was necessary to select the essential
parts of the time series before processing
them further. This also enabled us to
better understand velocity variations
between di�erent events. Another powerful
method to look at the time dependence
of the signal in frequency space is the
spectrogram function of matlab. Running
the closelook(filename) (where �lename
is the path of the �le with the aquired
data) function will open four windows.
The �rst window (lower left) will show
the spectrogram of the measured signal.
Above it the entire time series is presented.
Using the loop tool, a part of the time
series can be selected for �t-processing.
This part is then highlighted and shown
magni�ed in the third window (upper
right). Finally the Fourier transformation
of the selected part of the signal is then
shown in the fourth window (lower right).
The selection can repeatedly be changed
as described above as long as all windows
remain open. Closing the selection window
will terminate the function.
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